Steam sterilization: a comparison of Steam-Clox and some european biological indicators.
Results of a study of the reaction of a chemical indicator (Steam-Clox) and of two biological indicators exposed to steam sterilization with varying amounts of air introduced with the steam, indicate that the chemical indicator is capable of detecting significantly smaller amounts of air than either of the biological indicators tested.